50 kHz Data Maltron BioScan 916 Metric
Client Name : Ana Isakovic Home Number : 00000000
Test Date : 14, Aug 09 Mobile Number : 00000000
National Insurance : name not in client table Email : name not in client table
Gender : Female Build : Normal
Height : 170.00 cm Nationality : European
Weight : 59.60 kg Units : Metric
Age : 36.00 years Plasma creatinine : 0.00 mg/dL
Results Data

Body Composition
Fat Free Mass : 50.84 kg
Fat Free Mass % : 85.30 %
Fat Mass : 8.76 kg
Fat Mass % : 14.70 %
Body Volume : 56.00 It
Body Density Mass : 1.07 kg
Resting Metabolic Rate : 1443.00 kcal
Body Mass Index : 20.60 kg/sg m

Target Fat Min/Max :

24.00 to 29.00

%

Target Weight Min/Max : 57.00 to 68.00 kg

Fluid Status GFR and Dry Weight
Total Body Water : 39.06 It Creatinine Clearance : 0.00 mL/min
Total Body Water % : 65.53 % Glomerular Filtration : 0.00 mL/min
Extracellular Water 17.68 It Dry Weight 58.49 kg
Extracellular Water : % 45.26 %
Intracellular Water : 21.38 It
Intracellular Water % : 54.73 % Electrical Model
Extra/Intracellular Water : 0.83 Capacitance Serial : 57.50 nF
Extracellular Fluids 18.74 It Resistance Parallel : 440.00 ohms
Interstitial-Fluid (Extravascular) 13.09 It Reactance Parallel : 3445.60 ohms
Plasma -Fluid (Intravascular) : 3.74 It Capacitance Parallel : 923.80 pF
Extracellular Solids : 5.09 It
Target Water Min/Max : 50.00 to 57.00 %

50 kHz Raw Data
Impedance : 436.00 ohms ‘ Phase angle : 7.28 degrees
Resistance : 433.00 ohms 55.30 ohms

‘ Reactance :



50

kHz Data Maltron BioScan 916 Minerals Protein and Glycogen Metric

Client Name : Ana Isakovic Home Number : 00000000
Test Date : 14, Aug 09 Mobile Number : 00000000
National Insurance : name not in client table Email : name not in client table

Minerals Protein and Glycogen

=]

Remarks and Comments

Ghycogen Mass

Minerals and Protein as a Fraction of FFM
Mineral (3.41ka)
(6.71%)
Protein
8.36kg
{16.45%)
Body Water
(39,06l )
(76.54%)
Add your comments here.
Measured Body Minerals
1200 a0o
11004
700+
1000+ O Pataszium
Q00 - 121.70g G000
a0 O Calcium
1003.00g a00
700+
B0 o 400
a00
300 4
400
300 4 200 -
200 -
100+
100+
0 0

Potassium Calcium

Glycogen Mass 46200 g



916 Metric

50 kHz Data Maltron BioScan

Client Name : Ana Isakovic Home Number : 00000000

Test Date : 14, Aug 09 Mobile Number : 00000000

National Insurance : name not in client table Email : name not in client table

BIA Chart

Z-Score of(Xc/ht)
3 -
Exsiccosis
25 Water decrease
S
2 -1 .___,.,-""'-.H---.

Cell mass BCM
increase

3
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Client Name : Ana Isakovic Home Number : 00000000
Test Date : 14, Aug 09 Mobile Number : 00000000
National Insurance : name not in client table Email : name not in client table

50 kHz Raw Data

Impedance

Impedance increasing can be indication of client losing total body water (TBW).
Impedance decreasing can be indication of client gaining more total body water (TBW).

Phase Angle

Phase angle increasing can be indication of client losing extracellular water (ECW).
Phase angle increasing can be indication of client gaining more body cell mass (BCM).
Phase angle decreasing indication of client gaining more extracellular water (ECW).

Phase angle decreasing indication of client losing body cell mass (BCM).
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Client Name : Ana Isakovic Home Number : 00000000
Test Date : 14, Aug 09 Mobile Number : 00000000
National Insurance : name not in client table Email : name not in client table
Body Composition
Body Composition
Remarks and Comments
Fat lower than target min. by 5.54 kg
Fat Body fat level is underweight.
8.76kg)
el
Fat Free Mass
(50.84kg)
(85.30%)
Add your comments here.
Body Fat and Targets Nutritional Indesx (ECM f BCM)of 0.85
35 ; 12
O Min. Fat Malnutrition
24.00% (14.30 kq) 11
309 W Actual Fat 1
14.70% (8.76 kg) ng-Healthy
254 O Mazx, Fat — —
29.00% (17.28 kq) 081
£ 07
E 054 Cernutrition
£ 154 051
&
044
104
0.3
5 024
014
0 0

tlin. Target Max. Target

T
Incex
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Client Name :

Test Date :

National Insurance :

Ana Isakovic

14, Aug 09
name not in client table

Home Number : 00000000
Mobile Number : 00000000
Email : name not in client table

Body Composition

BMI Level

Owvereight

TMormal

15 JUnderieight

| Aneroxic

O Min, BMI 20
O actual BMI 21
O Max. BMI 24

Remarks and Comments

BMI indicates normal

Weight within target Yes

hirn. Bl Mtz Bl

Body Weight and Targets

Add your comments here.

Body Weight kg
[45] [=r] (=] [=z] [=r] (=] -
o (=] 2 = o o (sl
1 1 1 1 1 1

o
o
1

O Min, Weight

57.00kg

59.60kg

£5.00kg

O Actual Weight

O Mazx. Weight

(23]
=

halir Wit e, Wieight
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Client Name : Ana Isakovic Home Number : 00000000
Test Date : 14, Aug 09 Mobile Number : 00000000
National Insurance : name not in client table Email : name not in client table

Body Composition

- Resting Metabolic Rate 1443 kcal
Remarks and Comments
| Actual 1443 keal
2000 1
B Target 2011 keal
15004 (hased on
; target weight)
H
" 1000
200+
o
Add your comments here.
Daily Estimate Total Calories Burnt
aana
BRMR {2184 keal)
7000 4 Wk {0-kcal)
O Leisure (0 keal)
G000
50004
{4000
30004
20004
10004
il
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Client Name : Ana Isakovic Home Number : 00000000
Test Date : 14, Aug 09 Mobile Number : 00000000
National Insurance : name not in client table Email : name not in client table

Body Composition

Body Density
1.08

1054
1 g7 JAthlete

Remarks and Comments

106+
1054
1 pa {Mormal
1034

1024
1 o1 {Cbese

0.934
0.95 4
047

Body Density 1.0652 Kot

Add your comments here.

Add your comments here.

Body Yolume

70
[ Fat volume

8.2z

B0 [1Fat free mass vol.

47 .73l
504 [ Total Body wolume
56,00l
40

304

204

Biody Yolume 56.00
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Client Name :

Test Date :

National Insurance :

Ana Isakovic

14, Aug 09

name not in client table

916 Fluid Status Pagel Metric
Home Number : 00000000
Mobile Number : 00000000
Email : name not in client table
Fluid Status

Body Water as a Percentage of Body Weight

Body Water
(4al. 39.06lt)
(65.53%)

MNon Water
{Mass 20.54ka)
(34.47%)

Body Water and Targets

Remarks and Comments

(100 % = Body Weight.)
TBW targets based on achieving correct body fat and fat free mass.

Total Body Water is higher than target max. by 8.53 %

Add your comments here.

80 :
O Min, TBW
70 50,00% (29,801)
B Actual TEAW
B0 £5.53% (39.06l)
O Mazx, TBW
£ 50 57.00% (33.971)
[~
% a0
=
2 ol
-]
204
104
i

tlin. Target Max. Target
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Client Name :

Test Date :

Ana Isakovic

14, Aug 09

National Insurance : name not in client table

Home Number : 00000000

Mobile Number : 00000000

Email : name not in client table
Fluid Status

FFMH (HYDRATION) As Percentage of FFM

Minerals
proteins,
23.17%

Water
76.83%

Fat Free Mass (Hydration)

Remarks and Comments

(100 % = Body Weight.)

Add your comments here.

100

404

30 4

704

G0 4

a0

OwverHydration

DeHydration

40

T
Fat Free Maz= Hydration of 76.53%
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Client Name : Ana Isakovic Home Number : 00000000

Test Date : 14, Aug 09 Mobile Number : 00000000

National Insurance : name not in client table Email : name not in client table
Fluid Status

Components of Total Body Water

Remarks and Comments

Healthy muscular and good water proportion.

EC
{17.63lt)

{45.26%) Ty
(21.38M)

(54.74%)

Add your comments here.

Phase angle 7.28

Degrees
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Client Name : Ana Isakovic Home Number : 00000000

Test Date : 14, Aug 09 Mobile Number : 00000000

National Insurance : name not in client table Email : name not in client table
Fluid Status

Body ECW and Targets

Remarks and Comments

22 .
O Min, ECw
204 1z.50l
158 O Actual ECW
17 .68l
161 O Max, ECW
144 1675l
12
10
8_
E_
44
2_
il -
tlin. Target Max. Target

Components of Extracellular Fluid

Remainder (1.911t)
Plasma (3.74It)

Interstitial Fluid
(13.00l)

Add your comments here.
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Client Name : Ana Isakovic Home Number : 00000000

Test Date : 14, Aug 09 Mobile Number : 00000000

National Insurance : name not in client table Email : name not in client table
Cell Mass

Components of Fat Free Mass

Remarks and Comments

Healthy muscular and good water proportion.

ECM 23.38kg

(45,99%)
BCM 27.46kg

f54.01%)

Add your comments here.

Body BCM and Targets Phase angle 7.28
40
14
35
O Min.BCM 124
504 23.59%kg
O actual BCM 10
25 27.46kg
] O Max, BCM "
5 v g
= a0 31.52kg o
5 g
= ]
= 151 § (et
g 8¢
2z
1E|_ 4' 1
3 2]
il il

tlin. Target Max. Target
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Client Name : Ana Isakovic Home Number : 00000000

Test Date : 14, Aug 09 Mobile Number : 00000000

National Insurance : name not in client table Email : name not in client table
Cell Mass

Muscle (kg)

Muscle Mass as a Fraction of BCM

Remainder
{5.53ka)
(20.14%)

—

Remarks and Comments

Muscle Mass
{71.93kg)
(79.56%)

Add your comments here.

Body Muscle and Targets

i

234

204

OMin.Muscle
19,32kg

O Actual Muscle
21.93kg

O Max, Muscle
26.95kg

tlin. Target Max. Target
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Client Name : Ana Isakovic Home Number : 00000000
Test Date : 14, Aug 09 Mobile Number : 00000000
National Insurance : name not in client table Email : name not in client table
GFR and Dry Weight
Glomerular Filtration Rate 0.00 mLU'min
140 Remarks and Comments
130 - (zood health Plasma Creatinine 0.00 mg/dL
190 Zood health
110+
100+
a7 4 =light renal damage
a0 - Decrease in renal function
704
G0 4
57 Add your comments here.
40 4
204 severe decrease in renal function
204
Uialysis ar transplant is necessary
104
1]
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Metric
Client Name : Ana Isakovic Home Number : 00000000
Test Date : 14, Aug 09 Mobile Number : 00000000
National Insurance : name not in client table Email : name not in client table

GFR and Dry Weight

Dry Weight and Target

754 0 Dry weight (58.4%g]  OFExcess ECW (1.11kg) Remarks and Comments
704 O Target dry weight (body weight) (59.60kg)
B5
B0
55 Healthy muscular and good water proportion.
504
454
2 404
354
304
25
20
15
104
5_

Add your comments here.

Dry Weight and Excess ECW Phase angle 7.28
Excess extracellular water
(1.86%)\ 14
lul 124
\ 10
1
1
! s
v 9
=]
g gl
ce”
g 8¢
4 1.2
. 21
Dry Weight
{98.14%) 0




